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%e time thereafter, and
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RECORD .F INSPECTION / MAINTENANCE / CALIBRATION

Name of Suiumttmg Agency. Whltehall Village Police Dept i |
Mannfactm' ] APPLIE}) CONCEPTS INC. Model' STALKER DUAL
Date. July 19, 2019 e Senai Numbei 040271 '

‘ ".;certiry that AP ”L}E}) CONCEPTS INC RADAR,,model STALKER DUAL, serial number
25 el Ca : rc  are establlshed by the

Test Result

65 MPH

25 MP‘ZH

Tnmmg "'ork Certlﬁcation I Date of Cer uﬁcatmn' July 19, 2019

. s Frequency ol ; Test Result
: 4164 Mz 40 MP!-‘

g fork eell tes ied and found to oscillate at 4164 Hertz 1t will cause a
ca}ibration s:lgnal of 40 MPH when used mth a Doppler traffic mdar operahng at 34,700 Mhz.

Frequency i ] Test Resnlt
2613 HZ _| 25 MPH

’F ‘Whe rused,with a Dopplel t: aﬁc 1aﬂar opel aﬁng at 34 700 Mhz.

5 ‘Sel‘jia‘l,Nq:pbgr ‘ r ;

:‘ 'the entries made in these Pecords were made at the time that the lnspecﬁon

thereaﬁer

page I of 2 SR ' ngitaily signed under ESRA
: «W by Michael J. Canary
S ‘ v on 7/19/3019 12:19 PM

Mlchael J. Canary ;
H:ghway Safety Eqmpment Technician
.ﬁce of Pubhc Safety




1. General appearance and condition of this device ———————: OK

YORK
;’ eLQ%E;Es?serﬁcg%éovg% :

2 S Dtgttaﬂys:gnedmxderESRA
W byMnmaelJ Canary
on7/19/2019 12:19 PM

Eqmpment 'Iechmaan
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: ‘control Thls recor" ,
: altered or modlﬁed

further that 1t is the T f tlar conrsé of t r,e Gﬁice of Pubkc Safety's busmess to make such records
at the time such mspectwnlmamtenance /calibration is performed, or within a reasonable time
thereafter, and to provxde such mstrument‘s records to the agency that reqnested them.

" .4 ... Digitally signed under
ome”]  ESRA by Joshua Vinehout
Ton7/22/201910:54 AM

i vJﬁShﬁa Vm‘ehmi”tv |
: ﬁ-Snpemsor of Pubhc Safety Programs
Office of Pnbilc Safeiy

An Equal Opportunity/Affirmative Action Agency




RECORD .F INSPECTION / MA]NTENANCE / CALIBRATION

: Name of Snlnm;. g?jAgency' Whitehall Village Pnlice Dept :
CO : Model' STALKERDUAL

040311!) KA17 041 l l 0 885, ha been calibrated usin standards wlmse accm acnes are establ:shed bv the
National Burean of Stan a1 dls, or lmve been derived by the ratio type of self cahbraﬁon techniques.

Calibratlon has l)een effected by controlled tests perl‘ormed on the date indicated above.

[ TestNo | “ Internal Standard T Test Result |
ol esMee L gewed

'festNo | Certlﬁcatmn Standard (Statmnary) Testjj_ReS!,llt'

‘anning Fork Certiﬁcation / Date of Cel'lzﬁcatlon- July 19 2019

Frequency o o Test Resnlt
4162 HZ 5 40 MPH

The above stated tuningiferk has been tested and found to oscﬂlate at 4162 Hertz. It will cause a
cahbraﬁon signal of 40 MPH when nsed with a Doppler traffic radar opel ating at 34,700 Mhz.

2 Sen,:vNux‘nber Frequency '  ~’;‘ : Te‘st Resalt
FA252331 2614 HZ o 25 MPH

The above stated tnmng fork lms been tested anﬂ found to oscillate at 2614 Hertz It will cause a
, cahbraﬁon signal of 25 MPH when nsed with a Dopplel lrafﬁc radal operaﬁng at 34 700 Mhz.

I further cerﬁfy that the entries made in these recards were made at the time that the inspection

,/maintenance/calibraﬁon ol‘ the abnve ldentiﬂedRADAR was pertnrmed, or W;tlnn a reasonable time
thereafter

page 1 of 2

i - Digitally signed under ESRA
v /@ .;Z““ "~ by Michael J. Canary

on 7/19/2019 12:11 PM

Michael J. Canary
Highway Safety Equipment Technician
Office of Pubhc Safety



/ CALIBRATION

9Tk ﬂlage Pohce Dept :

; 2TﬂrnsystemON | & OK

‘3. Check visual displays/indicators — 0K

iy System cycles through‘ya‘, m(ﬂ‘

N D:gnanysxgaedunderESRA
/" by Michael J. Canary
: on7119/2019 12:11PM

qu pment Technician

page2of2 |




‘ CERTIFICATION PURSUANT TO CPLR 4518 OF RECORDS
MAINTAINED IN THE REGULAR COURSE OF BUSINESS

il Joshua Vmehout ‘Snperwsor of Pubhc Safety Programs, Ofﬁce of Pubhc Safety, New
rifmmal Ju stice Semces, 80 Sonth Swan Street, Albany, New York
dnlyjdés;gnated and authorxzed by the Comnnssmner of the Division of
rﬂces, do hereby cert;.fy and authenﬁcate, as promded by subdlv:smn cof

% de at the ﬁme such
N3 le tlme thereafter and

at the time such mspectlom'm _tenante./cahbraﬁon is performed or thhm a reasonable time
thereafter, and to provxde such instrument's records to the agency that reqnested them.

. Digitally signed under
“'ESRA by Joshua Vinehout
on 7/22/2019 10:54 AM

‘ ‘Joshua Vmehont
Supervxsor of Public Safety Programs
‘Office of Public Safety

An Equal Opportunity/Affirmative Action Agency




RADAR

‘ RECORD OF INSPECTION / MAINTENANCE / CALIBRATION

I hereby certlfy that APPLIED CONCEPTS INC RADAR, model STALKER DUAL serial number
DC22758/ / ‘025784 1 KA16954 has been cahbrated using stamiards wlmse accuracies are estabhshed by

Calibration 'has' been cffecféd by controlkd tests performed on the date indicated above.

The above stat

ucalibratio; ‘

|  TestNo J i Internal Standard | Test Result
A  65MPH 65 MPH
Tcgtho Cerhﬁcat:on Standard (Statlonary) T‘esg.fReS’ﬂlt

 40MPH

' 25MPH/ '

Turning Fork Cert;ﬁcauon l Date of Certiﬁcatmn' Julv 19 2019

: ,Senal Number

Frequency .

Test Resnlt

ale1HZ

40 MPH

k has be i sted and fotmd to osclllate at 4161 Hertz. It will cause a
: gnal of 40 MPH when used w:th a Doppler tratﬁc radai operaﬁng at 34,700 Mhz

Frequency

'Iest Resu]t

2611 HZ ,

25 MPH

: The above stated tmnng ,rk ]ms been testcd and I‘mmd to osclliate at 2611 Her tz. It will cause a
calibration signal of 25 MPH when nsed with a Doppler traffic radar o;:erating at 34,700 Mhz.

I further cerhfy that the entries made in these recm ds were made at the time that the inspection
/mamtenance/caiibraﬂon of the above 1dentlﬁed RADAR was performed, or within a reasonable time

thereafter.

page lof2

Michael J. Canary

Highway Safety Eqmpnient Technician

Ofﬁce of I’ubhc Safety

Digitally signed under ESRA
by Michael J. Canary
L on 77192019 12:13PM




/ CALIBRATION

| liktequiy 19,2019

ORI
i ,gﬁsg%?,mz;ﬁ%%

mg“m signed tunder ESRA
" by Michael J. Canary
~ on7/19/2019 12:13 PM

page2of2




AINTEI) I‘N‘THE REGULAR COURSE OF BUSINESS

I, Joshua V‘meh " ut, Superwsor of Pubkc Safety Programs, Oﬁﬁce of Pubhc Safety, New

altered or ’modlﬁe’d

I further certlfy that the Origmal electmmc record of mspectxon/mamtenance/cahbratlon of

A Dlgmaﬂy signed under
- ESRA by Joshua Vinehout
. on7/22/2019 10:54 AM

o e
Supervisor of Public Safety Programs
Office of Public Safety

An Equa!j OpportunitylAfﬁnhaﬁve Action Ageﬁcy

“— T

E .‘Sm‘lthf Sta%e Bldg v,«80 South Swan Sfreet. A!haﬁy New York 12210 httpjlcrmnaljustice ny.gov




RECORD .F INSPECTION / MAINTENANCE / CALlBRATION

d‘using standm ds whose accnracles are
deriveﬁ by the 1 a’ﬂo type of self calibration

Internal Standa' d‘f e r Test Result ‘
‘ PASMPH | PASMPH
Certiﬁcahon Standa‘rd (Statlonary) Test Lesult

40 MP}

Frequency Test Result
2894 HZ ‘ 40 MPH

s Test’R‘esult
28 MPH

rk has been tested and fouvndu_o'oscillate at 1815 Hertz. It will cause a
PH when used with a Doppler traflc radar operating at 24,150 Miz.

nade in these records were made at the time that the inspection

0 aﬁon 01‘ the above iﬂenﬁfied RADAR was performed, or within a reasonable time
,thel eaﬂer : :

G : A e ... Digitally sighed undéer ESRA
page 1 of 2 j ' ; ¢ «é‘ ;7’” by Michael J. Canary
| , = Z on7/1972019 1221 PM

Michael J. C anary
Highway Safety Eqmpment Technician
Ofﬁce of Pubhc Safety




Date:July 19,2019

1. General appearance and condition of his device ——————————: OK

2 TR ON e e L e

{)g?}aﬂys;gﬂed under ESRA
~ by Michael J. Canary
on7319/2019 12:21PM

Eqmpment Technician
Oﬁice of Publlc Safety




CERTIFICATION PERSUANT TO CPLR 4518 OF RECORDS
MAINTA]NED IN THE REGULAR COURSE OF BUSINESS

vk J oshua Vmehout, Superwsor of Pubhc Safety Programs, Oﬁce ﬂf Public Safeiy, New

%%e hme such mspectlon
er eafter, and further that

i 3 Digitaliy signed under
. ESRA by Joshua Vinehout
on 7/22/2019 10:54 AM

Josliua Vinehout
3 ‘Superv;sar of Public Safety Programs
Oﬁce of Pubhc Safety

An Eﬁujéi Oppodunny}'Afﬁmaﬁve,Acﬁon Agency

. Alfred E. Smith State SoumSwanStreet,AibanyNew York 12210. ",,Hﬁpﬂl‘crinﬂnaljustivce.ny.gov




i RADAR |
RECORD OF INSPECTION / MAINTENANCE / CALIBRATION

I herebylcertlfy th KUSTOM ELECTRONICS RADAR, model FALCON BR, serial number
‘ ‘ 105€ acies are established by the
1f cahbrahon teclmiques

F’AS MPH
'Iest Result e
65 MP}

tReSlﬂt
30 MPH

. Frequency
4729 HZ' :

Frequency  Test Re‘sillt
‘ 2544 HZ ; 3. 35MPH

/maintenance/caﬁhratio: Mof tiie abbve identiﬁed RADAR was performed, or mthm a reasonable time

_ thereafter. :

Digitally signed under ESRA
7 by Michael J. Canary
on 7/19/2019 12:20 PM

 page 1'of2

e s Coniy
nghway Safety Equipment Teckmcmn
Oﬂice of Pubhc Safety




2. Turn system ON -

o 71;9/2019 12:20 PM

. pagezof2




